MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES RECEIVED
;v STATE PUBLIC HEALTH LABORATORY

By Carof Day at 2:29 pm, Jun 20, 201

J

-1 BREATH ALCOHOL PROGRAM
* DATAMASTER MAINTENANCE REPORT AEPORT 13

’Eompiele this reporl at the time of the regular monthly preventive maintenance check (no! {0 excaed 35 days).
IComp!em this report whenever the instrumant Is sarviced or repaired and whenaver it is placed Into service.
1 Retain the original and send a copy wilhin 15 days to the Brealh Alcohol Program, DHSS.

loarasren sn NAME OF AGEHCY UATE OF INSPECTION

204144 GHQ Radio Shop 06/16/12014
;-lr‘jll‘l\l'lih'l OF INSTHGMENT ISTREET AND CITY) TE OF INSPEGEIDN N
1 2920 North Shamrock Road, Jefferson City 14:07

| CHECKLIST: Placa a mark in the box by each item if found to ba salislactory or If cparaling within eslablished limits. (Wrile in ohserved values
Ewnertg_ciﬁternrtined.} Unmarked items must be corrected before using instrumenil,

IZI DIAGNOSTIC CHEGK (PRINTOUT ATTACHED) DATE AND flME {fram printaut) 06!16/5;9151 @ 14:07
COMPUTER DETECTOR
Vi PROGRAM W} FITERS
VI HEATERS SAMPLE CHAMBER _ *49°C [ QUARTZ STANDARD
} FLOW DETECTOR CALIBRATION
PUMP HIGH SPEED PRINTER

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER _ Guth Laboratorles L LOoT# 13280 EXP. DATE __10/16/20156

V) SIMULATOR TEMP (34°C  0.2°C) +34.00°C SIMULATOR SN MP2053 gxp paTe _05/13/2015

i CALIBRATION CHECK ~ {ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run threa tosts using a slandard scolution. Alf Ihree lesls must be wilhin 5% of the standard vatue and must have a spread of 005 or
less. Mark the box corresponding 16 the standard solution belng usad, (PRINTOUT ATTAGHED) :

V] 0.100% STANDARD - MUST READ SBETWEEN 0.095% AND 0.105% INCLUSIVE
[[] 0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0,084% INCLUSIVE
[ 10.040% STANDARD - MUST READ BETWEEN 0.038% AND 0,042% INCLUSIVE

TEST | & A01 TEST 2w A01 TEST3 w A0

PERFORM R.FI, TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS 0 [{0-.04) c {.05-.08) 0 {.10-.14) 0 {.15-.19} Y 'OVER 18 0

{DO NOT INCLUDE SELF-ADMINISTERED TESTS) ]

LISTANY HEYI PAHTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THATWAS LADE TG REATORE THE INSTAVMENT TO OPERATE SATISFACTORILY AND WITHIN ESTABLISHED LIMITS
(USE OTHER SIDE iF RECESSARY}

INSPECTING OFFICER ' w7 5 ol = dg e 0 g g

SIGNATURE PRINT FULL NAKE

D M Dewayne D, Carver

HEEr I —" r;us.ujﬂu.—é@m TELEPHONE NUMBER

230101 05/28/2015 {673) 751-4722

| RETURN COMPLETED REPOAT TO THE: Breath Alcohol Program, MO Department of Haalth and Sanior Services, Southeast District Office !

2875 James Blvd.
Poplar Bluif, MO 63901
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GUTH LABORATORIES, INC.

820 NORTH 87th BTREET © HARRISBURG, PA 17411- 4541 ® TELEPHONE: 747-564-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13280 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on October 18, 2013, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.1217% (w/vol) ethyl alcohol. The expiration date for this lot
number is October 16,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- ,2°C, this solution will give a breath alcohol
analysis instrument reading of 0.100 g/210L +/- 3%,

The alcohol and water used in this solution were

free of test interfering substances.

M

L L

Ted L. Pauley, Preside
GUTH LABORATORIES, INC.

NIST Traceabillty:

Testing was conducted using Cerilliant Reference Standard lot number FNI22211-02 whose
values are traceable to NIST.

All balances are callbrated annually by an outside agency using NIST traceable weights.
Callbration verification is done prior to each use utilizing NIST traceable weights.




2208-02

[£a ]
| T
il
. =t
-+ L e
I o LI ”
& 2 ¥ 3 g
= et S f e
= - = i !
& 8 D] R ! e 2 o= T S e _S @
i 2 .Y .. to o O LR » o R Y = =
Rl & O T E 0B E AN 2 o0E ¥ E E bBoo
4 :g L Iz o= 1 i
SRl S
| W BORE [ [ " [
o | = O T e a0 - -~ TR L
2| 8 = wia s & & X
o Q Q) = A \3;: — ] I_Er =y ;_-:“; )
' i = ! s o~ =t
IS - R N 8 Ri3l 2
"’<ﬁ el PR > = 0 W T . gl v
Zleg | 8% ) : E 5 og £ 5 ioh
ol 5 E A T B T 5op TEE
g i B o2 e I aoE o n 2ok e F % o
Fo =S i = VT = L S T NI SEE D 5
= S R TV i IR T I o e 2
L 0. i = = i, I ) . v —t B IR g
ja = (] |1 il [ Z — 1 i _J L &0
fus] 1; 1 ITH I;i: I '__;‘\ — ITE] - ) [T —_— F,_J (}3
[0 fi X v 18 X W = [ pc] iy IO 8
i [=9)
Face This Side Down - This Edge In First Face This Side Down - This Edge In First
BAC DataMaster BAC DataMaster
Evidence Ticket Evidence Ticket
MISSOURT STRTE HIGHURY PATROL HISSOURT STATE HIGHWAY PATROL
BAC DRTAMASTER SERIAL' HUMBER 204144 BAL DRTANASTER ?EFIHL PUMSER 224144
 EECLECTA Has 1614
TESTING OFFICER: ARREST TIME: 99:685
CARVER ""DEIJ.]H(!"HE-"’B . SUBRJECT HAME:
GFFICER 1.1, £4l ey et -
ERIIT MUMEER! 230181 Dos: ?1’“1”“{u | SEAT
EnFlndTIhH-DHlns B5-28-15 STATE-TLL, 2 KA/H
HISCELLANEOUS TATH: RRRESTING OFFICER:
186 YAROR ACCURACY CHECK Ko k
FUTH LAES LOT. 13888 EXP 18/ 162615 OFFICER 1.0L: ¥
_ TESTIMG OFFICER:
- SUFERVISOR MODE --- EARVER.IEWHYNE T
' ' OFFICER .0, di
DLAMHY TEST L GRE 14112 FERMIT HUMBER: cEaial
IE(FRHHL LTAMTART YERIFIED 14118 EXPIRATION DATE! D5-23/15
TR 16 14113 MIZCELLAMEOUS BRTA:
hLHfﬁ T a7 G50 14213 mF1 TEET
E.f*h...l"; F‘ : :-tgjl i‘i': 14 — _ .
ELEHE TEST ) id: 14 --- ERERTH AMALYZI® ———
ENTERNAL 3 . 181 14115 ) )
o BLAME TERT . BGE T 13 — BLHH[": TE'”_T x E E‘IEJ 1'-;; 1:_:,:
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